
062 Oscilloscope Quick Reference 
 

( Applicable Models: 06203P, 06203KP, 06204KP, and 06205KP ) 
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For complete and updated documents please visit: 
http://www.jyetech.com 

 

 
 
 
 
Technical assistance email:  support@jyetech.com  (or jyetek@gmail.com ) 
Technical support forum:  http://forum.jyetech.com 
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Button functions vs operation states: 
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Note： Remember to hard connect JP1 after power supply is tested good. Otherwise 
the board won’t work. Please refer to step 10 in the Assembly Notes for details. 

Component Locations 

 
 
 
 
 
 

 
 

Typical Voltages 

>>> IMPORTANT <<< 
Please read the Assembly Notes first before assembling the kit 


